The automation of microspectrophotometry of tissue sections.
A system for quantitative microspectrophotometry with automatic data acquisition is described. It is relatively simple and less expensive than presently-available equipment. Fitted with the appropriate software, the system permits various types of probe selection, with both selection and measurement made under individual optimal conditions.